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^ Abstract 
00 

^ The T2K experiment is designed to study neutrino osciUation properties by directing a high intensity neutrino 

CN beam produced at J-PARC in Tokai, Japan, towards the large Super-Kamiokande detector located 295 km 
away, in Kamioka, Japan. The experiment includes a sophisticated near detector complex, 280 m downstream 

T-H of the neutrino production target in order to measure the properties of the neutrino beam and to better 
understand neutrino interactions at the energy scale below a few GeV. A key element of the near detectors 

k> ND280 tracker, consisting of two active scintillator-bar target systems surrounded by three large time 

projection chambers (TPCs) for charged particle tracking. The data collected with the tracker is used to study 
charged current neutrino interaction rates and kinematics prior to oscillation, in order to reduce uncertainties 
in the oscillation measurements by the far detector. The tracker is surrounded by the former UAl/Nomad 
dipolc magnet and the TPCs measure the charges, momenta, and particle types of charged particles passing 
through them. Novel features of the TPC design include its rectangular box layout constructed from composite 
panels, the use of bulk micromegas detectors for gas amplification, electronics readout based on a new ASIC, 
and a photoelectron calibration system. This paper describes the design and construction of the TPCs, the 
micromegas modules, the readout electronics, the gas handling system, and shows the performance of the 
TPCs as deduced from measurements with particle beams, cosmic rays, and the calibration system. 
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1. Introduction 

Over the past decade, the phenomenon of neu- 
trino oscillation has been firmly established from 
observations of neutrinos produced by cosmic rays 
in the atmosphere [T], by the sun [2], by nuclear 
reactors |3j, and by accelerators [H [S]. The goals 
of the T2K experiment [6] are to improve the mea- 
surements of the atmospheric (2-3) mixing param- 
eters by an order of magnitude, and to increase 
the sensitivity to 1-3 mixing, possibly observing 
this for the first time. If the experiment finds evi- 
dence for 1-3 mixing, this will open the possibility 
of measuring leptonic CP-violation in the future. 

1.1. T2K and the off axis near detector 

The T2K experiment is designed with an off- 
axis neutrino beam configuration[71 |H], providing 
a relatively narrow band beam peaked at about 
700 MeV, so that the far detector is located at 
the first oscillation maximum. Near detectors, lo- 
cated 280 m downstream of the production target, 
are designed to ensure that the neutrino beam 
properties are well understood so that the exper- 
iment can reach its ultimate sensitivity. On the 
neutrino beam axis, the INGRID detector mon- 
itors the neutrino beam profile. Along the off- 
axis direction towards the far detector, the ND280 
detector measures the interaction rates, neutrino 
spectra, and neutrino interaction kinematics. 

The ND280 detector consists of several detector 
systems contained within the former UAl /Nomad 
dipole magnet which provides a magnetic field of 
approximately 0.2 T. Innermost are the PiZero 
detector, specifically designed to study neutral 
current interactions that produce 7r° particles and 
a tracker, consisting of two fine-grained scintilla- 
tor detectors (FGDs) that act as active neutrino 
targets interleaved with three time projection 
chambers (TPCs). Electromagnetic calorimeters 
surround these detectors within the magnet coil 
and planes of scintillators are inserted within the 
magnet yoke to act as a muon range detector. 
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1.2. ND280 tracker 

The ND280 tracker is designed to study charged 
current neutrino interactions. At 700 MeV, a siz- 
able fraction of neutrino interactions are charged 
current quasi-elastic (CCQE), in which the neu- 
trino energy can be determined by measuring the 
momentum of the charged lepton. For 2-3 mix- 
ing studies, the spectrum of interactions ob- 
served in the near detector will be used to esti- 
mate the unoscillated spectrum at the far detec- 
tor, and interaction kinematics will be studied 
to help model background from non-CCQE inter- 
actions in the far detector. For 1-3 mixing studies, 
the near detector will measure the z/g contamina- 
tion in the beam, an important and irreducible 
background at the far detector. 

1.3. Tracking performance requirements 
Neutrino energy estimation in CCQE events is 

limited at about the 10% level due to the Fermi 
motion of the struck nucleons. For this reason, a 
relatively modest momentum resolution goal is set 
to be (5(p±)/p± < 0.1p_L [GeV/c] (perpendicular 
to the magnetic field direction). The overall mo- 
mentum scale, however, needs to be known at the 
level of 2%, in order not to limit the precise de- 
termination of Am23. The ionization energy loss 
of electrons in 1 atm Argon gas is roughly 45% 
larger than for muons over the momentum range 
of interest. To deduce the z/g contamination of 
the beam, the resolution in ionization energy loss 
needs to be better than 10%. 

1.4. TPC system design overview 

The tracker performance goals can be reached 
with time projection chambers[9] operated in a 
magnetic field of 0.2 T with a sampling length of 
700 mm and pad segmentation of 70 mm^, pro- 
viding space point resolution of about 0.7 mm. 
For gas-amplified readout of the ionization elec- 
trons, the collaboration decided to use bulk mi- 
cromegas detectors |T0]. To fit the geometry of the 
UAl/Nomad magnet, a rectangular design for the 
TPCs was required. 

A double box design was selected, in which the 
walls of the inner box form the field cage, and the 
walls of the outer box are at ground potential. 
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with CO2 acting as an insulator between. The 
walls are made from composite panels, and the 
inner box panel surfaces are machined to form a 
copper strip pattern, in order to produce a uni- 
form electric drift field. A simplified drawing of 
the TPC design is shown in Fig. [Tj 




;gas 



Figure 1: Simplified cut-away drawing showing the main 
aspects of the TPC design. The ND280 off-axis detector 
uses a right handed coordinate system with z in the hor- 
izontal plane along the neutrino beam direction, and y in 
the vertical direction. 

The gas system is designed to maintain a stable 
mixture in the inner volume and a constant pos- 
itive pressure with respect to the outer volume. 
The inner gas mixture, Ar:CF4:iC4Hio (95:3:2) 
and referred to as "T2K TPC gas" in this doc- 
ument, was chosen for its high speed, low dif- 
fusion, and good performance with micromegas 
detectors. There are twelve micromegas modules 
that tile each readout plane in two offset columns, 
so that inactive regions are not aligned. Front 
end electronics cards that plug into the back of 
the micromegas modules digitize buffered analog 
data and send zero suppressed data out of the 
detector with optical links. A photoelectron cali- 
bration system is incorporated into the design to 
generate a control pattern of photoelectrons from 
the cathode. 

The next six sections describe these TPC sub- 
systems in detail, followed by a report on the over- 
all performance of the TPCs. 



2. Mechanical structure 

A TPC module consists of two gas-tight boxes, 
one inside the other. The inner box (Fig. [2]) is sub- 
divided by the cathode located at its midpoint, 
and supports the twelve micromegas modules that 
are located in a plane parallel to the cathode at 
each end. The walls joining the cathode and the 
micromegas are covered with a series of conduct- 
ing strips joined by precision resistors, forming 
a voltage divider that creates the uniform elec- 
tric field along the drift direction. The inner box 
is constructed from GIO and GlO/rohacell lami- 
nates. 




Figure 2: Inner box on the granite table in the TRIUMF 
clean room. A: one of inner box walls; B: module frame 
stiffening plate; C: module frame; D: inner box endplate; 
E: field-reducing corners; F: central cathode location. 

The outer box (Fig. [3]), which is made from 
aluminum and aluminum/rohacell laminates, con- 
tains a CO2 atmosphere that provides the electri- 
cal insulation between the inner box and ground, 
and excludes atmospheric oxygen from entering 
the inner volume. 



3 




Figure 3: Outer box with the different components labeled. 
A: one of the outer box walls; B: service spacer; C: one of 
the micromegas modules inserted into the module frame. 

The following sections outline the requirements 
on the design, the design itself, and details of the 
construction. 

2.1. Requirements 

There are three principle requirements that 
drive the design of the TPC: 

• The electric field distortions resulting from 
imperfections in the construction of the mod- 
ule should produce distortions in the recon- 
structed positions of primary electrons of ap- 
proximately 0.2 mm or less, small compared 
to the nominal space point resolution of ap- 
proximately 0.7 mm, and small enough to not 
affect the momentum scale by more than 2%. 

• The module must be sufficiently gas tight to 
keep the oxygen level in the drift volume be- 
low about 10 ppm. It is also desirable to keep 
the CO2 concentration in the inner box low 
enough that the purification filters that re- 
move the CO2 have a lifetime of at least one 
month. 



• The maximum electric field in the region be- 
tween the inner and outer boxes should be at 
least a factor of 3 below the nominal break- 
down in CO2 of 20 kV/cm. 

The design described below achieves these goals 
while maximizing the physics performance: 

• The design limits the amount of material. 
This is especially important for the walls be- 
tween the tracking volume and the FGD, 
which multiple scatter the leptons used to in- 
fer the neutrino energy spectrum. 

• The design maximizes the tracking volume 
given the overall envelope available within 
the ND280 detector. Particular effort was 
made to maximize the active tracking length 
along the neutrino beam direction. 

Studies were performed with Comsol Multi- 
physic^ to optimize the field cage design and to 
translate the tolerance on the electric field distor- 
tions into tolerances on the design and construc- 
tion. These studies were largely two-dimensional, 
consisting of a horizontal slice through the cen- 
ter of the module. The resulting distortions in 
tracking were obtained by drifting charges from 
various locations. Distortions were found to be 
minimized by having the strips on the inside and 
outside surfaces aligned. The key tolerances aris- 
ing from these studies are: 

• The resistor pairs that form the voltage di- 
vider between the central cathode and the 
micromegas must be matched to within an 
rms of 0.1%. 

• The central cathode should be fiat to within 
0.1 mm. 

• The micromegas plane should be fiat to 
within 0.2 mm. 

• The central cathode and micromegas planes 
should be parallel to within 0.2 mm. 
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The latter two points imply a corresponding 
stiffness of the inner box to the operating over 
pressure of the drift gas, and to the weight of the 
front end electronics. 

The relative alignment of the cathode and the 
micromegas perpendicular to the drift direction 
is not as critical, nor is the flatness of the top, 
bottom, front and back inner box walls. 

In addition, the modules were constructed en- 
tirely out of non-magnetic materials to not distort 
the magnetic field after it was mapped. All ma- 
terials that are exposed in the inner volume were 
tested in smaller TPCs to ensure that they do not 
introduce electronegative impurities to the drift 
gas. 

2.2. Design 

2.2.1. Field cage, including central cathode 

The central cathode and the top, bottom, front, 
and back walls of the inner box are 13.2 mm thick 
copper-clad-GlO/rohacell laminated panels. The 
panels have solid GIO frames, which allow for solid 
mechanical connections and ensure that the roha- 
cell is not exposed to the drift volume. 

The copper cladding on the inner and outer 
surfaces is divided into 10 mm wide strips on 
an 11.5 mm spacing. A pair of selected 20 Mf2 
resistors joins adjacent strips, forming a voltage 
divider between the cathode and the mounting 
point of the micromegas. The inner and outer 
surface strips are aligned and jumpered together 
so that the voltage differential between the cen- 
tral cathode and ground is supported by the CO2 
and not the inner box walls. 

The maximum electric field occurs at the edges 
where the walls meet. To reduce this field to ac- 
ceptable levels, these edges are rounded off using 
curved GIO parts covered with kapton sheets with 
copper strips on an 11.5 mm spacing. The result- 
ing maximum electric field is 5 kV/cm. These 
strips also provide the electrical connection be- 
tween the copper strips on adjacent walls. 

The central cathode has two mesh-covered 
cutouts to allow gas flow between the two drift 
volumes. The cathode copper surface holds the 
aluminum targets used as part of the laser cali- 
bration system, as described in section [6j 



The ends of the four walls are glued into end- 
plates, solid GIO rectangular frames. These hold 
the 0-rings that make the gas seal between the 
module frames and the field cage. Thin GIO 
sheets with copper strips are mounted to the inner 
edges of the endplates to continue the field cage 
to the micromegas mounting surface. 

Excluding the module frames, the inner box has 
exterior dimensions of 1808 x 2230 x 854 mm in 
X X y X z. Along z, the neutrino beam direc- 
tion, the interior dimension is 772 mm. The active 
tracking length is approximately 720 mm after ex- 
cluding the 15 mm closest to each wall, in which 
the field is insufficiently uniform, and 20 mm be- 
tween the two columns of micromegas modules. 
The maximum drift distance from central cath- 
ode to micromegas is 897 mm. Given the nom- 
inal cathode voltage of -25 kV and micromegas 
voltage of -350 V, the drift field is approximately 
275 V/cm, close to the saturation point for T2K 
TPC gas. 

2.2.2. Module frame 

The twelve micromegas modules are mounted 
into individual cutouts in the module frame at 
each end of the inner box. 0-rings provide the 
gas seal between the micromegas and the frame. 

The module frame — which by itself is not 
rigid — is held planar by its screwed connection to 
the endplate, and by a 158 mm thick stiffening 
plate that is screwed to the module frame at three 
locations along its axis. 

The module frame also supports the gas inlet 
and outlet manifolds, and the optical packages of 
the laser calibration system. 

2.2.3. Outer box 

The front, back, top, and bottom walls of 
the outer box are formed from 14.3 mm thick 
aluminum-rohacell laminated panels. The panels 
have solid aluminum frames that allow for solid 
mechanical connections and which ensure that the 
rohacell is not exposed to the gas volume. 

An endplate — a solid aluminum rectangular 
frame — is glued to each end of the box. The 
service spacer, described in the next section, is 
screwed to each endplate, with an 0-ring making 



the gas seal. The outer box endplates are the sup- 
port points for mounting the TPC into the ND280 
detector, and are the points where the inner box 
is connected to the outer. 

Because the inner and outer boxes have quite 
different thermal expansion coefficients, the inner 
box supports allow for limited relative motion be- 
tween the boxes. 

The gap between the inner and outer boxes 
is 68 mm on three surfaces, and 118 mm on 
the bottom, where extra space is required for 
the cathode HV connection. The overall size of 
an outer box (including the service spacers) is 
2302 X 2400 x 974 mm. The endplates are 12 mm 
wider in z than the front /back walls when the box 
is at atmospheric pressure. This ensures that even 
at the maximum CO2 over-pressure of 5 mbar, the 
resulting 5 mm bowing of each of the front and 
back walls does not impinge upon the stay-clear 
region between a TPC module and the neighbor- 
ing components in ND280. 

The outer and inner box walls combined have a 
thickness of 3.3% of a radiation length for parti- 
cles entering the TPC in the beam direction and 
away from the cathode and edges of the active 
volume. 

2.2. Ji-. Service spacers 

A service spacer is screwed with an 0-ring to 
each outer box endplate. The service spacer, to- 
gether with a removable cover, forms the volume 
which encloses the front end electronics. The dis- 
tance from the micromegas outer surface to the in- 
ner surface of the service spacer cover is 200 mm. 
This volume is in the CO2 atmosphere. 

All services, other than the central cathode HV, 
enter the detector through feedthroughs in the 
bottom of the service spacer. These include gas, 
cooling water, electronics power, readout and cal- 
ibration, micromegas voltage, and temperature 
and other monitoring information. 

2.3. Machining and assembly 

Parts for the three TPC modules were ma- 
chined primarily at TRIUMF, with some compo- 
nents produced at university and commercial ma- 



chine shops. There were 160 SolidWorkfl draw- 
ings used to machine and assemble the parts for a 
TPC module. Some modifications were made to 
the design after the first module to simplify con- 
struction. There were no changes with respect to 
function or performance. 

The project duration from first machining of 
parts to the shipment of the final module was 33 
months. Approximately half of this was spent on 
the first module, and half on the second and third. 
Although a conceptual design was completed be- 
fore the start of machining, detailed drawings 
were produced in parallel with the construction 
project. 

The modules were assembled in the TRIUMF 
clean room, in many cases using a large, flat gran- 
ite table. 

The follow sections detail a few aspects of the 
fabrication of components and their assembly into 
completed modules. 

2.3.1. Router 

Many of the components that went into a mod- 
ule are large and relatively flat, including the in- 
ner and outer box walls and endplates, the central 
cathode, module frames, and stiffeners. These 
components were machined at TRIUMF on a 
Multicam 5-504-R Moving-Gantry router. It has 
a 10 foot square bed, with movable gantry head, 
with vacuum hold-down used for almost all parts. 

This router was relatively new to TRIUMF, and 
its commissioning coincided with the start of pro- 
duction of parts for this project. The learning 
curve was quite extensive, but tolerances of ap- 
proximately 0.1 mm were eventually achieved over 
distances of 1-2 m. 

The parts for the second and third modules 
required approximately 900 hours each on the 
router, plus comparable time on smaller CNC and 
manual machines. 

2.3.2. Panel lamination 

A significant fraction of all components were 
fabricated from laminated panels, including the 
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inner box and outer box walls, the central cath- 
ode, and the service spacer covers. 

Inner box panels were assembled from five FR5 
or GIO frame pieces, 1/32 inch GIO, copper-clad 
on one surface, and rohacell. The FR5 bars were 
water-cut from plates ground to 11.60 ± 0.05 mm 
thickness. The GIO frame pieces were used only 
on the first module and were milled to thickness 
on the router. This process was time consuming 
and did not achieve the tolerance of the ground 
FR5. 

Outer box panels used four or five aluminum 
frame pieces machined from 1/2 inch tooling 
plate, 1/32 inch aluminum sheets, and rohacell. 

There were four major steps to create a panel 
from these components. 

1. A skin was placed on the granite assembly ta- 
ble and uniformly covered with a thin layer 
of epoxy. The four or five frame pieces were 
then screwed together on the panel, together 
with one or two slightly over-thickness pieces 
of rohacell (Fig. |4]). The parts were pressed 
over night using one-inch thick aluminum 
press plates covered with a poron layer. 

2. The rohacell was skimmed on the router to 
match the thickness of the frame pieces, and 
the excess skin extending beyond the frame 
pieces was trimmed. 

3. The second skin was glued onto the panel us- 
ing the granite table and press. 

4. The router was used to do final machin- 
ing, including overall transverse dimension, 
grooves for central cathode mounting, and 
the cutting of the copper surfaces of the inner 
box panels into the field-forming strips. 

2.3.3. 0-ring seals in GIO and other joints 

Permanent joints in both the inner and outer 
boxes were screwed and glued with epoxy for 
strength and to form a gas seal. Joints that re- 
quired disassembly used 0-rings. These joints 
included micromegas to module frame; module 
frame to endplate; service spacer to endplate; and 
cover to service spacer. 

The screws were non- magnetic stainless 316 in 
almost all cases. Stainless 18-8 was used if 316 
was not available. 




Figure 4: An inner box panel being laminated. The central 
FR5 bar provides a solid mounting point for the cathode. 

The inner box 0-ring joints required an 0-ring 
groove machined into GIO. Due to the fibrous na- 
ture of the material, a machined GIO surface did 
not give an adequately smooth surface. Instead, 
the groove was milled over-depth, filled with a 
low-viscosity optical epoxy, then machined to fi- 
nal depth and hand-polished. This technique gave 
good results, even over the 17 m of 1/16 inch O- 
ring grooves needed for micromegas mounting per 
TPC readout plane. A typical inner box leak is 
40 ± 10 cc/min at an overpressure of 4.5 mbar. 

Due to concern about tapped holes in GIO 
stripping with repeated use, brass inserts were 
used for the holes corresponding to the 0-ring 
grooves in GIO. 

2.3.4- Inner box assembly 

A number of alignment steps were performed 
prior to the gluing of the inner box. The end- 
plate, module frame, and module frame stiffener 
for each end were assembled together on the gran- 
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ite table and the screws adjusted to flatten the 
module frame to within ± 25 //m. 

The targets for the laser cahbration system 
were manually placed on the central cathode in 
locations indicated by scribe marks engraved by 
the router as part of the cathode machining. The 
targets were die-cut circles and strips made from 
aluminum tape with conducting adhesive. The 
actual locations were then surveyed using a cam- 
era mounted on the router head. 

The four outer walls and central cathode of the 
inner box were screwed together without glue, 
then the walls were shimmed with kapton tape 
(typically one or two layers) to ensure that all 
four were the same length (in x) to within ± 
25 /xm. The cndplates were then screwed in place 
and checked for flatness against the granite table. 
Additional kapton tape shims were added as nec- 
essary between the inner box walls and the end- 
plates to ensure the endplates were flat to within 
± 25 fim. The walls were drilled and doweled 
before being disassembled. The central cathode 
dowels constrained it in y and z but not x. 

The final step prior to gluing was the solder- 
ing of the voltage-divider resistors onto the outer 
surface of the top panel. 

The box was reassembled with a thin film of 
glue on all wall edges, except that of the central 
cathode, which was left free to move within the 
screw clearance. After adjustment, it was cen- 
tered between the two endplates to within 50 //m 
at all locations around its circumference. 

A total of 14 gluing steps (one per day) were 
required to glue the inner box. The gas tightness 
of the box was ensured by two separate glue seals 
of each edge. All gluing was done with the inner 
box on the granite table to keep it square and flat. 

After the completion of gluing, the field- 
reducing corners were mounted and the kapton 
strips soldered between adjacent walls. 

The module frame and stiffener were bolted 
in place, and the micromegas modules mounted. 
The inner box was on the granite table for these 
steps as well: even after gluing, a box was not 
rigid until the module frame and micromegas were 
mounted. 

After gas tightness and high- voltage tests of the 



micromegas and the central cathode, the inner 
box was ready for final assembly. 

2.3.5. Resistor chain 

The resistor chain between the central cathode 
and the micromegas in each drift volume is formed 
from 79 pairs of 20 MQ resistors. The resistors 
were standard 1% tolerance surface-mount pieces, 
measured and sorted to give pairs with combined 
resistances matched to an RMS of 0.17 per mil. 

The resistors were soldered between strips on 
the outer surface of the bottom panel prior to the 
inner box assembly. The kapton corner strips were 
soldered with jumpers to the panels to complete 
the field cage. 

The panels required extensive cleaning to re- 
move solder fiux between adjacent strips that 
would otherwise pull the resistance out of toler- 
ance. 

The inner box was designed so that all glu- 
ing could be done without epoxy connecting ad- 
jacent copper strips. Although the glue itself is 
not conducting, moisture adhering to its surface 
can produce conductances high enough to distort 
the field. In one module, excess glue was used 
in one of the gluing stages, producing significant 
distortions during initial testing. The effect dis- 
appeared after the box spent two weeks in dry 
gas. 

The measured RMS of the strip-to-strip resis- 
tance, after cleaning (and drying), was 0.5 per mil 
or better. 

2. 3. 6. Inner box mechanical tolerances 

The thicknesses of the second and third central 
cathodes, constructed using ground FR5, were 
uniform to within ± 40 /xm. The first, which 
used milled GIO, was uniform to ± 110 /xm. In 
the absence of distortions induced during the in- 
stallation and alignment of the central cathode, 
these values would be the corresponding values 
for the achieved flatness. Although the cathode 
was optically surveyed after installation, the tar- 
gets used on it did not allow for high precision in 
that dimension, so the planarity was not directly 
measured. 
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Three target locations were measured on the 
outer surface of each micromegas during the fi- 
nal optical survey of a TPC module. Fitting 
the 36 locations to a plane gave an RMS devi- 
ation from planarity that ranged from 85 fim to 
120 /im for five of the six readout planes, and 
180 fim for the other. Contributions include the 
flatness of the inner box endplates, to which the 
module frames are mounted, ± 25 /im maximum 
deviation, and variations in the module frame 
thickness, ± 35 fim. Although the screws con- 
necting the stiffening rib to the module frame 
were initially adjusted to flatten it to within ± 
25 /im, some of these screws were subsequently 
inadvertently changed, contributing to the devia- 
tion, particularly in one case. 

The maximum deflection of the micromegas 
surface was measured to be 75 /im for an inner 
box overpressure of 4 mbar. The deflection of the 
surface under the normal operating pressure of 
0.40 ± 0.03 mbar is therefore small compared to 
the intrinsic flatness. The motion of the module 
frame under the weight of the front end electron- 
ics was less than 40 /im. 

The process of centering the cathode between 
the endplates ensured that it was parallel to the 
endplates to within =b 50 /im. The cathode and 
micromegas plane were therefore parallel to better 
than 100 /im. 

2. 3. 7. Service spacer fabrication 

The fabrication method of the service spacers 
was changed after the experience with the first of 
the six that were made. For the first one, the 
flanges that mate with the outer box and the 
service spacer covers were each machined from 
a plate of aluminum, then welded together with 
four plates to complete the walls. The holes for 
service feedthroughs were machined prior to weld- 
ing; the final machining after welding included the 
0-ring grooves on both flanges and final dimen- 
sions. The substantial amount of required welding 
warped the part to the extent that the flange that 
mated with the outer box endplate needed to be 
shimmed with epoxy to ensure a good 0-ring seal. 

For the subsequent service spacers, each of the 
four sides were machined from 1.25-3 inch thick 



plates of aluminum, then welded prior to final ma- 
chining. These parts did not require shimming. 

2.3.8. Outer box assembly 

The assembly of an outer box, excluding ser- 
vice spacers, was similar to the assembly of the 
field cage. The four walls were first shimmed us- 
ing kapton tape to within ± 50 /im of the same 
length. The four walls and two endplates were 
then screwed together without glue and the end- 
plates were tested for flatness against the granite 
table. Kapton tape shims were added between the 
walls and endplates until the maximum deviation 
from flatness of an endplate was no more than 
75 /im. This tolerance was more than adequate 
to ensure a uniform compression of the 0-ring be- 
tween the outer box and service spacers. 

The service spacers and covers were temporar- 
ily mounted to test the gas tightness of the outer 
box, then removed for the final assembly. After 
the edges were verified to be gas tight, they were 
covered with conducting aluminum tape to ensure 
good electrical contact between walls and with the 
endplates. 

2.3.9. Final assembly 

The inner box was rolled into the outer box on 
a pair of long rails temporarily mounted on the 
outer box endplates. After attaching the inner 
box supports, the rails were withdrawn. 

The service spacers were then mounted on each 
end, and the front end electronics installed and 
tested. 

2.4. Materials and suppliers 

A partial list of the materials used in the TPC 
construction is shown in table [H 

3. Gas system 

As described in section [2} each TPC module 
consists of an inner volume (TPC) containing the 
drift space for the primary electrons, and an outer 
volume (Gap) to insulate the grounded outer box 
from the high-voltage field-cage, and to reduce 
diffusion of atmospheric contaminants into the 
drift gas. The gas system is required to supply the 
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Table 1: A partial list of materials and suppliers used in the mechanical construction. 



Material 


Supplier 


Epoxy: Epon 826 resin, Versamid 140 resin 


E. V. Roberts, 18027 Bishop Ave, Carson CA 


Type 316 stainless steel screws 


McMaster-Carr, Fabory Metrican, Pacific Fastener 


Buna-n o-rings with vulcanized Joint 


Wriason Seals 


51IG Rohacell Sheet 


Rohm Industries available from Scion Industries LLC, 

3693 East County Road 30, Fort Collins CO 


20 Mohm surface mount, resistors 2512 package 


Queale Electronics 485 Burnside Rd East, Victoria, 
B.C. 


Aluminum; bars were Mic-6 cast Al tooling plate 
0.500 ± 0.005 inch 


Copper and Brass Sales (Thyssenkrupp Materials), 
19044 95A Ave, Surrey, B.C. 


GIO bare and copper clad one side; Skins were 
1/32 inch thick GIO clad with .0014 thick Cu 


Current Inc 30 Tyler St., East Haven CT 


Flexible circuit boards, 1 oz copper on 2 mil polyimide 
film 


Tech Etch, 45 Aldrin Rd, Plymouth, MA 


Threaded brass inserts 


Yardley Products, 10 West College Ave, Yardley PA 


Nitto AT-5105E Aluminum tape with conductive ad- 
hesive 


Supplied, slit and punched by Carolina Tape Supply 
Corp, 502 19 St PI S.E., Hickory NC 


FR5 ground to thickness 11.6 ± 0.05 mm 


VRC (vonroU) Passwangstrasse 20, CH4226 Breiten- 

bach, Switzerland 


BC600 Optical Epoxy 


Saint-Gobain, 12345 Kingsman Road, Newbury, OH 


GIO Fiberglass tubing 


Sabic Polymershapes, 104-11 Burbridge St, Coquit- 
1am, B.C. 



appropriate gas mixtures to the modules, while 
maintaining required flow rates, differential pres- 
sure constraints, gas purity constraints, and gas 
mixture composition stability. Systems also have 
to be in place to protect the gas system, detec- 
tor chambers and personnel from dangerous con- 
ditions caused by component failures or operator 
errors. 

3.1. Requirements 

Each of the three TPC volumes contains 
3000 litres (L), and each of the three Gap volumes 
contains 3300 L. The Gap CO2 flow rate needs to 
be high enough to prevent significant build-up of 
atmospheric contaminants due to diffusion into 
the outer volume. This is not a very strenuous 
constraint. HV breakdown and leakage currents 
in the field cage can easily be avoided by main- 
taining H2O concentrations less than a few tenths 
of a percent. Similarly, diffusion of N2 and O2 
from the Gaps into the TPCs can be kept at in- 
significant levels by maintaining less than a few 
percent of air contamination in the Gaps. To al- 
low a complete 5 volume-change purge of the Gaps 
in a reasonable 1.5 days, we chose a maximum to- 



tal flow capacity of 22.2 L/min (7.4 L/min per 
Gap). 

The TPC flow rates have to be large enough to 
prevent signiflcant build up of contaminants dif- 
fusing into the TPC volumes and associated gas 
system components. Since the TPC volumes are 
surrounded by the CO2 flUed Gap volumes, the 
major contaminant will be CO2. Based on esti- 
mates of likely diffusion rates of external contam- 
inants, the TPC gas system was designed for an 
operating flow of 10 L/min/TPC (30 L/min to- 
tal flow) , corresponding to 5 TPC- volume flushes 
per day. To reduce gas operating costs, the sys- 
tem was designed to purify and recycle a ma- 
jor portion of the TPC exhaust gas. An up- 
per limit on the recycling ratio is determined by 
the requirement to maintain TPC pressure during 
rapid atmospheric pressure increase. The maxi- 
mum expected atmospheric pressure increase rate 
of 10 mbar/hour requires a minimum fresh input 
gas flow rate of 1.5 L/min, corresponding to a 95% 
recycle ratio at our nominal 10 L/min/TPC flow 
rate. 

Differential pressure between the inner TPC 
volume and the outer Gap volume causes the 



walls of the TPC volume to deflect. These de- 
flections cause changes to the electric fleld in the 
drift region, which could cause unacceptable dis- 
tortions to the electron drift. To avoid this, the 
TPC gas system was designed to maintain TPC 
to Gap differential pressure stability to less than 
±0.10 mbar during normal operations. To reduce 
the ingress of CO2 and other contaminants from 
the surrounding Gap volume, the TPC volume is 
operated at a slight overpressure of 0.4 mbar with 
respect to the Gap volume. 

The outer Gap volume walls are also sensitive 
to deflections. Tests indicated we could operate 
with up to 5 mbar differential pressure between 
the Gap volume and atmosphere. However, the 
gas system has pressure relief bubblers to pro- 
tect both the inner TPC and the outer Gap vol- 
umes from damaging pressure excursions due to 
failure of other gas system components. These 
bubblers are referenced to atmospheric pressure. 
The TPC pressure with respect to atmosphere is 
the sum of the TPC-Gap differential pressure plus 
the Gap-atmosphere differential pressure. In or- 
der for the bubblers to protect the TPC volume 
at the TPC-Gap differential ±5 mbar level, the 
Gap-atmosphere operating differential pressure is 
kept to less than 1 mbar. 

The drift velocity and gas gain of T2K TPC 
gas are sensitive to the stability of the gas mix- 
ture composition and to CO2, N2 and H2O con- 
tamination. In addition O2 impurities have to be 
minimised to avoid electron attachment. To meet 
the required performance of the TPCs, conserva- 
tive limits for mixture stability and these contam- 
inants were established. These limits were based 
on Magboltz[llJ simulations combined with some 
prototype tests. The gas mixture stability re- 
quirements are Ar = (95.00 ± 0.03)% , CF4 = 
(3.00 ± 0.009)%, and iC4Hio = (2.00 ± 0.02)%. 
Gas purity requirements are O2 < 10 ppm, H2O 
< 100 ppm and CO2 < 100 ppm. 

3.2. Design 

A simplifled schematic of the gas system is 
shown in Fig. [5| There are two gas sys- 
tems; a simple one-pass flow-controlled CO2 sys- 
tem for the Gaps, and a more complicated 



pressure-controlled, gas recycling system with 
three-component gas-mixers, to supply gas to the 
TPCs. The major gas system components are at 
4 different locations; an external gas cylinder en- 
closure and a temperature controlled gas mixing 
room at ground level, the TPC modules and dif- 
ferential pressure transducers 19 meters below the 
surface in the detector hall, and the gas input dis- 
tribution and exhaust system on the service stage 
level (SS level) below, 30 meters below the sur- 
face. 

Each raw gas is supplied from two banks of 
cylinders, equipped with a pressure-actuated au- 
tomatic switchover to switch to the reserve bank 
when the on-line bank is depleted. Supply pres- 
sure is set to 1 bar above atmosphere (barg) for 
the Gap CO2 supply and to 2.3 barg for the Ar, 
CF4 and iC4Hio supplies to the TPC gas mixers. 
Since isobutane at 3.3 bar liquefles at 23°C, the 
isobutane cylinders and all gas tubes and gas sys- 
tem components containing unmixed isobutane 
are heated to maintain the temperature greater 
than 30°C. 

CO2 is delivered to the Gap input mass flow 
controllers!^ (MFCs) at 1 barg. The MFCs are typ- 
ically set to deliver a flow of 2 L/min to each Gap. 
In normal operation, to eliminate the 1.3 mbar 
pressure head that would arise from the weight 
of the CO2 in a 22 m vertical tube for a sur- 
face exhaust, the CO2 gas is exhausted into a 
building air-exhaust grille located 7 metres below 
the centre of the TPCs. This results in a Gap- 
atmosphere differential pressure of about 0.2 mbar 
at the operating flow of 2 L/min/Gap, due to the 
combined effect of the negative pressure head and 
the flow-related back-pressure necessary to push 
the gas through the impedance of the exhaust 
tubing and gas system components. A mass flow 
meter (MFM) near the supply input and another 
MFM near the exhaust output measure the flows 
to check for possible leaks. 

For the TPC system, the fresh Ar, CF4 and 
iC4Hio components are delivered to the mixer, 



■^All mass flow controllers and mass flow meters are 
digital devices using MODBUS protocol, manufactured by 
Bronkhorst, www.bronkhorst.com 
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Figure 5: Simplified schematic of the gas system. The horizontal lines show the division of the equipment between the 
gas supply area and gas mixing rooms on the surface, the detector level, and the service stage level below the detector. 
The left (right) part of the figure shows the components for the Gaps (TPCs). 
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where they are mixed to the desired concentra- 
tions, and then join with the recirculating gas 
returning from the TPCs. The gas then flows 
through the purifiers and isobutane monitor to 
the 60 m long, 21 mm ID, SS tube to the gas sys- 
tem equipment on the SS level, 10 m below the de- 
tector. MFCs on the SS level control the flow rate 
at 10 L/min to each of the TPCs. The exhaust 
from the TPCs flows to a common output mani- 
fold where the pressure with respect to the Gap 
output manifold is measured. From there, the gas 
flows through the pump and back through a 60 m 
long, 21 mm ID, tube to the buffer tank in the 
ground-level mixing room. A back-pressure regu- 
lator maintains a constant 1 barg pressure in the 
110 L buffer tank, by exhausting to atmosphere 
the amount of gas that is required to maintain 
the set pressure. The balance of the gas is recir- 
culated back through the system. The capacity 
of the buffer tank reduces pressure perturbations 
due to sudden flow changes, and also serves as a 
short-term reservoir to maintain TPC pressure if 
flow from the mixer is interrupted during periods 
of increasing atmospheric pressure. 

To maintain mixture accuracy over a wide 
range of flow rates, the TPC gas system uses 
two separate mixers. The mixer MFCs are sized 
to deliver a maximum of 6 L/min of mixed 
gas for the low-flow mixer, and a maximum of 
30 L/min for the high-flow mixer. The high-flow 
mixer is typically used for purging the TPCs at 
30 L/min, while the low-flow mixer typically de- 
livers 3 L/min for our standard 90% recycling ra- 
tio. 

Each purifier consists of 5.4 L of BASF R3-11 
activated copper to remove O2, plus 9.6 L of 5A 
molecular sieve to remove CO2 and H2O. The sys- 
tem has two purifiers, with valves to allow switch- 
ing from a depleted online purifier to a regener- 
ated reserve purifier. The 5A sieves are regen- 
erated by heating to 180° C while passing a flow 
of dry argon through the purifier, to expel the 
trapped CO2 and II2O. The gas mixture is then 
changed to Ar/Il2 95:05 to react with the CuO in 
the activated copper, forming H2O in the exhaust. 
The purifier containers are thermally insulated 
from surrounding devices, and are regenerated in- 



situ. The purifier materials also absorb CF4 and 
iC4Hio. To prevent perturbation of the composi- 
tion of the recirculating gas mixture when the pu- 
rifiers are inserted into the gas stream, a freshly 
regenerated purifier is first pre-saturated by flow- 
ing exhaust gas from the buffer tank through the 
purifier until the gas composition at the input and 
output are the same. 

To prevent flammable levels of isobutane enter- 
ing the detector hall and to ensure proper oper- 
ation of the micromegas, the isobutane monitor, 
an infrared analyseiQ continuously monitors the 
isobutane concentration in the gas flowing to the 
TPCs in the detector hall. If the isobutane con- 
centration falls below 1% or rises above 3%, an 
interlock closes valves at the output of the isobu- 
tane monitor and the input of the buffer tank, 
shutting down gas flow to and from the TPCs in 
the detector hall. 

The differential pressure between the TPC out- 
put manifold and the Gap output manifold is con- 
trolled by adjusting the flow through a pump- 
bypass MFC which controls flow from the pump 
output to the pump input. This effectively 
controls the net pumping speed. The signal 
from the differential pressure transducer is fed to 
a proportional-integral-differential (PID) control 
device, which then outputs a signal to control the 
MFC valve. The pump[^is a double metal-bellows 
type. The two bellows are connected in series to 
reduce the slope of the pump's flow versus pres- 
sure curve, thus reducing the flow-range require- 
ments of the MFC. 

Oil-filled (dibutyl phthalate) pressure-relief 
bubblers on the input line to each TPC and each 
Gap provide protection against excessive high 
chamber pressures. Similar pressure-relief bub- 
blers on the output lines of each of the Gap output 
manifold and TPC output manifold provide pro- 
tection against excessive low chamber pressures. 
As these bubblers are the last line of defence, the 
oil levels are set such that they will only bub- 



^Model IR2100, manufactured by General Monitors, 
www . generalmonitors . com 

^Model MB-602, manufactured by Senior Aerospace 
Metal Bellows, www.metalbellows.com 



ble if all other interlock systems, controls and de- 
vices have failed to act (e.g. component failures or 
power outages). To prevent air being sucked into 
the TPCs through the output bubbler when the 
TPCs are isolated from the gas system, a cylinder 
of mixed gas feeds gas through a precision low- 
pressure regulatoi]^ to prevent the TPC pressures 
from falling below 0.1 mbarg. A valve connecting 
this backup system to the TPC output line auto- 
matically opens whenever the TPCs are isolated 
and whenever electrical power is lost. 

The gas analyser module consists of an oxy- 
gen analyseiQ an H2O analysei]^ and a multi-gas 
infrared analysei]^ for analyzing CF4, iC4Hio and 
CO2 content. A set of valves allows analysis of the 
gas from any one of 12 different ports (A through 
L in Fig. |5]) on the gas system. The analyser flow 
rate is controlled by an MFC in the analyser mod- 
ule. A pump is used to create sufficient pressure 
for gas sourced from ports J through L, which 
are all low (near atmospheric) pressure sources. 
Any combination of the 3 analysers can be con- 
nected to the selected gas source. On the SS 
level, another set of valves (ports 1 through 6 in 
Fig. [5]), pump, and MFC permit sampling gas di- 
rectly from the TPCs, Gap exhaust and mixed- 
gas backup cylinders. This system directs the 
source gas through a 60 m long, 4.6 mm ID SS 
tube to port "I" on the analyser module or either 
of the two gas monitor chambers in the mixing 
room at ground level, described in section [3^ 

During long shutdowns, a "standby" system 
supplies a 0.6 L/min flow of argon to each TPC 
and each Gap, to prevent absorption of atmo- 
spheric water and oxygen on the copper-clad in- 
ternal surfaces of the chambers. This system uses 
only manual valves and manual flow controllers 
and pressure regulators, to ensure that the system 
continues to operate during power outages. The 



^Type ZM-R/15S-GD-V020, manufactured by Zim- 
merli Messtechnik AG, www.zimmerliag.com 

^Series 511, manufactured by MecSens S.A., now owned 
by Nirva Industries, www.nirva.ch 

^Picoview, manufactured by Manalytical Ltd., 
www.manalytical.com 

^MGASOOO, manufactured by ADC Gas Analysis Ltd., 
www.adc-analysers.com 



output gas is exhausted to atmosphere at ground 
level, to prevent possibly dangerous argon concen- 
trations in the detector hall if the hall ventilation 
is off. 

A dry-air purge system is provided to allow 
purging of the chambers before opening the cham- 
ber covers to repair or replace components inside. 
A dry-air supply is connected to manual valves at 
the input to the Gap and TPC flow controllers. 
These MFCs are then used to control the flow of 
air to the chambers during the purge. 

3.3. Control system 

The gas system contains more than 250 ac- 
tive devices such as valves, flow meters, flow con- 
trollers, pressure transducers, pressure regulators, 
gas analysers, pumps, switches, thermocouples 
and heaters. A programmable logic controllei^" 
(PLC) controls and/or monitors approximately 
170 of these devices that can accept and/or sup- 
ply electronic signals. The graphical user inter- 



face is provided using EPIC^ software. A MI- 
DAS based program transfers information from 



the PLC database to the ND280 slow control sys- 
tem. This allows the ND280 slow control system 
to record and display the status of gas system de- 
vices and display gas system alarm warnings. 

To prevent operator error or component failures 
from causing dangerous or undesirable states of 
the gas system, a comprehensive set of interlocks 
is programmed in the PLC code. Virtually every 
device which can be controlled by the PLC has 
multiple interlock conditions which can force the 
device into a safe state unless the conditions are 
satisfled. The general philosophy of the interlock 
logic is to prevent undesirable states of the gas 
system, while allowing maximum operator free- 
dom, and minimizing interruptions to TPC data- 
taking. 

To ensure a safe state that cannot be overrid- 
den by remote operators, there are several man- 
ual valves distributed at critical places in the gas 



^^Modicon Quantum 43412A, manufactured by Teleme- 
canique/Sclmeider Electric, www.schneider-electric.us 

^^Experimental Physics and Industrial Control System, 
www. aps . anl . gov / epics / 

-'^^Data acquisition system, https://midas.psi.ch/ 
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system. These valves are equipped with micro- 
switch read-backs so that their status can be dis- 
played and included in the interlock conditions of 
devices controlled by the PLC. Normally open or 
normally closed types of electronically controlled 
valves are chosen such that all valves revert to a 
safe state on loss of power. 

3.4- Monitor chambers 

For monitoring the supply and return gas of 
the TPCs, two independent mini TPCs were con- 
structed with a design similar to the large TPCs. 
The smaller micromegas modules used in the 
chambers where produced in the same way as the 
full size modules. During normal operation, the 
gas monitor chambers use the same drift field and 
mesh voltage as the large TPCs. 

Each of these two chambers measures both the 
drift velocity and the gas amplification. To mea- 
sure the drift velocity there are two ^°Sr sources 
above each chamber. They produce two lines 
of tracks with a well defined separation distance 
perpendicular to the drift field. By measuring 
the time difference between the drift times of 
two lines, the drift velocity can be calculated. 
Each drift time measurement is triggered by sig- 
nals from scintillating fibres located directly be- 
low each chamber. For the gain measurement 
there is one ^^Fe source for each chamber. 

All measured values of gain, drift velocity and 
slow monitoring values (temperatures and pres- 
sures) are sent to the ND280 slow control system. 
For every measurement there are enough related 
ambient values available for applying corrections, 
so that they can be used as reference for the large 
TPCs. Additionally, for special measurements the 
main parameters of the gas monitor chambers, 
drift field and mesh voltage can be changed via 
a MIDAS interface. 

3.5. Performance 

The gas system has been operated with all three 
TPCs since beginning in January 2010. After cor- 
recting initial problems with the isobutane tem- 
perature control, the gas system has operated 
smoothly. 



The two main requirements for the gas system 
were stability of the TPC to Gap differential pres- 
sure, and gas quality. During normal operations, 
the TPC to Gap differential pressure has been 
maintained at 0.4 ± 0.03 mbar with occasional 
spikes of less than ±0.1 mbar, typically caused by 
external winds perturbing the pressure at the Gap 
exhaust. Sudden changes of flow rate or buffer 
tank pressure can also cause small spikes in TPC- 
Gap differential pressure, but the system quickly 
recovers and stabilizes at the set-point pressure. 
The differential pressures are measured in the out- 
put manifolds, which have a volume several hun- 
dred times less than the chambers they are con- 
nected to. The combination of the much higher 
capacity of the chambers and the impedance of 
the connecting tubes implies that the pressure 
fluctuations in the chambers would be smaller 
than the numbers quoted above. 

One aspect of gas quality is the presence of at- 
mospheric contaminants such as H2O and O2 in 
the TPC gas mixture. The O2 and H2O concen- 
trations were each less than 2 ppm in the gas at 
the output of the purifler. Higher levels of H2O 
or O2 in the TPC exhaust gas are due to diffu- 
sion into, or outgassing from, the chambers and 
gas system components. During the initial purge, 
after the TPCs had been exposed to atmospheric 
air for several months, liquid water was observed 
condensing at the output of the pump. The water 
levels in the exhaust gas fell to less than 100 ppm 
after a week, and continued to slowly fall, reach- 
ing 10 ppm after 2 months and less than 5 ppm 
after 5 months of gas flow. We suspect the in- 
ternal copper surfaces of the TPCs absorb large 
amounts of water, which is slowly released over 
time. The O2 concentration in the exhaust gas 
decreased more quickly, reaching and stabilizing 
at < 2 ppm after 2 weeks. The CO2 concentration 
varied from about 20 ppm immediately after in- 
sertion of a regenerated purifier, to about 120 ppm 
before switching to a fresh purifier 60 days later. 

We experienced difficulty monitoring the CO2 
content of the gas. The multi-gas IR anal- 
yser demonstrated strong interference between its 
component CO2, CF4 and iC4Hio analysers, as 
well as strong temperature dependence. Chang- 



ing the concentration of any one of the three gas 
components would result in large changes in the 
measured concentrations of the other two compo- 
nents. Through extensive calibrations, we mea- 
sured these cross-terms and developed a correc- 
tion algorithm. However, even with the correc- 
tions we can only measure CO2 concentration to 
approximately ±20 ppm and CF4 concentrations 
to ±0.15%. The isobutane component analyser 
drifted so badly that it was essentially unusable. 
Fortunately, the isobutane monitor, installed to 
monitor isobutane levels for safety reasons, was 
capable of measuring isobutane concentration to 
about ±0.1% 

The stability of the gas mixture circulating 
through the chambers depends on the stability of 
the mixture provided by the mixer, modified by 
any absorption or desorption of gas components 
by the TPCs or gas system components. The long 
term mixture ratios calculated from the flow rates 
reported by the mixer MFCs were 95.001±0.001% 
Ar, 2.9999 ± 0.0008% CF4 and 2.0000 ± 0.0007% 
iC4Hio. The actual error in mixing is probably 
dominated by the MFCs' response to temperature 
changes. For our typical long term MFC tem- 
perature stability of ±1.5 °C, the manufacturer's 
specifications for the MFCs used in the mixers 
indicate a mixture stability of 95.00 ± 0.01% Ar, 
3.000 ± 0.007% CF4, and 2.000 ± 0.005% iC4Hio, 
satisfying our original goals for mixture stability. 

Materials in the gas system and chambers ex- 
posed to the gas can absorb gas components which 
will be further absorbed or desorbed with changes 
in temperature or pressure. In particular, the ma- 
terials in the purifiers absorb 19 L of CF4 and 32 L 
of iC4Hio at 20 °C, at atmospheric pressure. Tests 
of the purifiers indicate that a 0.1 bar increase in 
pressure causes the purifiers to absorb 0.5 L of 
CF4 and 0.5 L of iC4Hio from the gas stream. 
During operation, the purifier pressure typically 
varies by ±30 mbar, which would cause the CF4 
and iC4Hio concentrations to vary by 0.002%, well 
within the required mixture stability. Attempts 
to measure the effects of temperature changes on 
the purifier were difficult due to the low thermal 
conduction and high heat capacity of the puri- 
fier materials. During normal operation, the bulk 



of the purifier is temperature controlled to better 
than ±0.5°C, and the temperature of the bottom 
third of the purifier varies by ±1°C due to cooling 
or heating by the returning recirculating gas. This 
level of temperature variation is not expected to 
produce gas mixture variations beyond the stabil- 
ity goals. 

4. Micromegas modules 

4.I. Performance requirements 

The total detection surface to be covered for 
the three TPCs is about 9m^ with a pad seg- 
mentation of 70 mm^. For practical reasons, a 
modularity of twelve bulk micromegas detectors 
per readout plane was chosen. This defines a sur- 
face per module of about 0.12 m^ with the require- 
ment of small dead areas in order to obtain max- 
imum sampling length for tracks. In addition, a 
very good planarity of the detection surface, bet- 
ter than 150 fim, is demanded to minimize drift 
electric field distortions near the anode planes. 

Very good gas gain uniformity at the level of a 
few % is desirable in order to meet the TPC per- 
formance requirements. The modules on a same 
readout plane are operated at the same voltage 
to minimize drift electric field distortions near the 
detection plane. This requires good reproducibil- 
ity from one module to another of the small, 
(9(100 /im), amplification gap. Therefore, well 
controlled manufacturing processes and detector 
robustness was necessary. 

With low-noise readout electronics, the bulk 
micromegas detectors can be operated at a mod- 
erate gain of 1000 with detection efficiencies close 
to 100% for minimum ionizing particles. This 
has the advantage of reducing the probability for 
sparks in the amplification region thereby provid- 
ing detection reliability, operation stability and 
small dead time. 

The design and construction of the T2K TPC 
bulk micromegas modules followed extensive tests 
in 2006 and 2007 which validated the physics per- 
formance that could be reached which such detec- 
tors [I21[T3]. 



4-2. Design 

The detector modules of the T2K TPC were 
built using the bulk micromegas technology in- 
vented in 2004 by a CERN-Saclay collaboration 
|10j . This technique provides an excellent solution 
to minimize the unavoidable dead areas on the 
edges of a module and allows large detection ar- 
eas with excellent gas gain uniformity to be built. 
Moreover, such detectors can be manufactured in 
a single process, reducing the production time and 
cost. 

The bulk micromegas technique consists in lam- 
inating a woven mesh on a Printed Circuit Board 
(PCB) covered by a photoimageable film. At the 
end of the process, the micromesh is sandwiched 
between two layers of the same insulating mate- 
rial. The detector then undergoes UV exposure 
with an appropriate mask, followed by chemical 
development. A thin, few millimeter wide bor- 
der at the edge can thus be obtained avoiding the 
need of an external additional frame to support 
the stretched micromesh. 

Each bulk micromegas module of a TPC con- 
tains 1728 pads arranged in 48 rows of 36 pads and 
covers a sensitive area of 36 x 34 cm^. The PCB is 
segmented into 1726 rectangular pads on a pitch 
of 9.8 X 7.0 mm^, including 150 fim insulation be- 
tween them, as shown in Fig. |6| In one corner, 
a two-pad equivalent area is reserved for the mi- 
cromesh voltage supply connection from the back- 
plane of the PCB. The thickness of the PCB is 
2.2 mm and comprises three layers of FR4 with 
blind vias in the inner layer. This solution avoids 
the gas tightness problems arising from the con- 
ventional two-layer structure with vias sealed with 
epoxide resins. The top conductive layer forming 
the anode pad plane is made of 25 /xm thick cop- 
per deposited on FR4. The other three conductive 
layers are used for the routing network, grounding 
and pad-readout connectors. Finally, to minimize 
electric field line distortions near the edges of the 
TPC and between adjacent modules, a 2 mm wide 
copper strip, called Border Frame Mesh (BFM), 
located on the micromesh plane, surrounds the 
active area of the detector. The BFM is at the 
same potential as the micromesh. 



359,1 mm 




Figure 6: View of the PCB from the anode pads side. 

4-3. Production techniques 

The 72 bulk micromegas modules which in- 
strument the three TPCs were produced between 
May 2008 and August 2009 by CERN/EN-ICE- 
DEM. A sandwich of two layers of 64 fim Pyralux 
PC1025 photoimageable polyimide by DuPont^^, 
a woven micromesh and finally a layer of Pyralux 
were laminated on the PCB. The micromesh, 
manufactured by BOPF , was made of 18 fim di- 



ameter 304L stainless steel wires. After weaving, 
its thickness was reduced by 20-30% by lamina- 
tion. The wires are spaced with a pitch of 63 /im 
(400 LPI). During the manufacturing process, the 
micromesh was held on an external frame with a 
tension of about 12 N. This procedure guaranteed 
sufficient flatness of the micromesh during lami- 
nation and thereby a uniform amplification gap 
over the entire sensitive area of the detector mod- 
ule. At the end of the photoimaging process, the 
micromesh is held in place by a 2 mm coverlay 
border and by 20736 regularly distributed pillars, 
maintaining the amplification gap of 128 /im. The 
pillars, 12 per pad, are cylindrical with a diame- 



^■^DuPont Electronic Polymers LP, 14 Tw Alexander Dr, 
Durham, NC 27709, USA 

"BOPP, Bachmannweg 21, CH-8046, Zurich, Switzer- 
land 
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ter of about 0.5 mm. The active area represents 
about 93% of the module surface. After devel- 
opment, the bulk micromegas detector underwent 
cleaning and baking processes to achieve complete 
polymerization of the Pyralux material. 

After protecting the sensitive surface with a 
melamine plate, the outer coverlay and the PCB 
frame were cut so as to leave a 3.2 mm inactive 
external border. Twenty four pad-readout con- 
nectors were then soldered on the back plane of 
the PCB. Finally, to ensure the mechanical rigid- 
ity of the module and a planarity better than 
150 /xm, the PCB was reinforced by a stiff frame 
made of FR5 and bonded on the connector face. 
This structure hosts the seal for gas tightness and 
provides also anchorage for a guiding, fixation 
and extraction system for the readout electronics. 
A completed bulk micromegas detector module 
ready to be mounted on the T2K TPC is shown 
in Fig. [71 




Figure 7: A bulk micromegas detector module for the T2K 
TPC. 



4-4- Test bench 

A dedicated test bench was used at the T2K 
micromegas production laboratory at CERN to 
characterize each bulk micromegas detector and 
to validate its performance. It consisted of an au- 
tomated X-Y scanning system which allowed to 
measure the response of a single module pad when 
illuminated by a coUimated 185 MBq ^^Fe source. 
The detector module was inserted in a gas-tight 
box providing a 4 cm long drift region. The vol- 
ume of the test box was about 8 litres, filled with 



a lOL/h flow of T2K gas mixture. The pressure 
of the gas within the test box was maintained at 
a pressure 1 mbar over the atmospheric pressure. 

The test box was made of GIO material and 
was mounted on an aluminum support. An alu- 
minized mylar cathode was used to obtain a uni- 
form drift field. The cathode was supported by a 
GIO grid to ensure flatness of the mylar foil. In 
addition, the electric field near the edges of the 
module was corrected by a 25 mm wide copper 
strip surrounding the active volume, 5 mm away 
and centered along the electric field direction be- 
tween the cathode and anode planes. 

The 5.9 keV X-ray source was mounted on an 
external motorized head, located behind the drift 
region. Between two consecutive measurements, 
the source was moved from one pad to the next 
one by precisely positioning the X-ray beam in 
front of the target pad centre to better than 
0.1mm in each direction. Two weaker 3 MBq 
^^Fe sources, placed in opposite corners of the test 
box and permanently irradiating a few pads, were 
used to monitor the detector gain stability dur- 
ing a scan. Gas temperature and pressure probes 
as well as the current drawn in the micromegas 
detector were also recorded continuously. In ad- 
dition, a small bulk micromegas chamber was in- 
stalled upstream of the test box to monitor the 
quality of the gas mixture. 

The movable X-ray source had different coUi- 
mations which allowed to choose the irradiation 
intensity of the pads as well as the size of the 
illumination spot. This feature was used, for in- 
stance, to measure, for each module, the gain vari- 
ation as a function of the voltage applied on the 
micromesh, averaged over several pads in the cen- 
tral part of the detector. T2K prototype readout 
electronic cards were used to digitize the detector 
signals (see section [5]). A dedicated data acqui- 
sition program, synchronized with the motorized 
head, allowed detector scans to be performed in 
an automated way, thus improving the scan ef- 
ficiency and measurement reliability. The dura- 
tion of a complete scan of the 1726 active pads 
of a module was typically 6 hours for about 1000 
recorded events per pad. The test bench facility 
allowed to calibrate and test up to 5 modules per 
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week. 




Figure 8: Test bench setup for the micromegas modules. 

4-5. Quality control and test bench results 

We describe in this section the various quahty 
controls that were performed at the different pro- 
duction stages of a bulk micromegas detector and 
present test bench results obtained for the charac- 
terization of the modules as well as relevant per- 
formance reached with the bulk micromegas tech- 
nology. 

4-5.1. Quality controls 

Quality checks done during production in- 
cluded visual, optical controls and measurements 
of mechanical tolerances of the different compo- 
nents used as well as electrical and gas tightness 
tests. 

Each PCB was controlled and required to have 
a thickness within 0.1mm of the nominal value 
and g smaller than 2 mm. In addition, the four 
copper layers of the PCB were optically inspected. 

At the end of the lamination stage, before the 
PCB was cut to its final dimensions and the 
twenty four pad-readout connectors soldered on 
the backplane, the detectors underwent an elec- 
trical test in air. Modules were qualified if the 
global micromesh current did not exceed 2nA at 
-600 V with the anode pads connected to ground. 

The gluing operation of the PCB on its stiff- 
ener was done in a class 1000 clean room located 
in the T2K micromegas production laboratory. 
The position of the stiffener gasket with respect 
to the micromesh was controlled and required to 
be within 50 fim. This was important for proper 



flatness and positioning of the micromesh along 
the drift direction in the TPC to ensure a uni- 
form drift electrical field. 

The assembled detector module was inserted in 
a gas-tight box filled with dry air and forced to 
spark by gradually increasing the micromesh volt- 
age. In this way, residual dusts were burned out 
and most of the tiny surface asperities of the mi- 
cromesh or of the copper pads smoothened. This 
procedure proved to significantly reduce the prob- 
ability of sparking when operating detectors with 
gas mixtures, leading to safer functioning condi- 
tions of the detectors in the T2K experiment. The 
identification of defective pads was obtained by 
requiring the module to stand a voltage of about 
-900 V in dry air with less than a few sparks per 
hour. Over the entire bulk micromegas produc- 
tion, only 12 pads out of 124416 (0.01%) were 
found faulty, showing the high-level quality of the 
manufacturing process. The detected defective 
pads were disconnected from the readout chain. 

The final step of the production was the detec- 
tor calibration and its characterization using the 
automated test bench described in section 14. 4[ 



4.5.2. Test bench results 

The X-Y scans of the produced modules were 
performed with -350 V applied on the micromesh 
and with a drift electric field of 200V/cm, that 
is, in similar operating conditions as in the T2K 
experiment. 

A typical energy spectrum measured with the 
^^Fe source illuminating a single pad is shown in 
Fig. |9| A very good resolution of about 8% at 
5.9 keV was obtained allowing the 2.9 keV escape 
line in argon to be clearly observed. 



Fig. 10 and Fig. 11 show the main results of a 
complete scan of the 1726 active pads of a module. 
The two-dimensional maps of the mean gain value 
and of the resolution measured at 5.9keV indicate 
the very good response uniformity obtained with a 
bulk micromegas detector. The typical r.m.s. dis- 
persion of collected charge is better than 3% over 
the entire surface of a detector while the r.m.s. 
dispersion of the energy resolution at 5.9 keV is 
about 6%. These results were obtained after tak- 
ing into account the small differences between the 
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Figure 9: ^^Fe X-ray energy spectrum (in ADC counts) 
measured with a single pad. The energy resolution ob- 
tained at 5.9 keV is 8.2% 



different channels in the routing path length from 
a pad to the readout connector. These length 
differences resulted in slightly different input ca- 
pacitances for the channels. 

Dispersion values in the average gain and reso- 
lution for the 72 modules, after correcting for at- 
mospheric pressure variations between scans, were 
found to be better than 8% and 3%, respectively. 

Finally, the gain of the bulk micromegas de- 
tectors were measured for voltages on the mi- 
cromesh between -320 V and -360 V. The electric 
field intensity in the amplification region ranged 
between 25.0kV/cm and 28.1kV/cm. For each 
gain measurement, the drift electric field was set 
to 200V/cm and the ^^Fe source illuminated a 
well defined region in the central part of the de- 
tector. Fig. 12 shows a typical gain curve ob- 

Gain values 



tained with the T2K gas mixture, 
were found to vary in the 500 to 2000 range. At 
the nominal operation voltage of -350 V in the 
T2K experiment, the gas gain was measured to be 
about 1500 and the spark rate lower than 0.1/h. 
Such sparks were found to last typically a few 
milliseconds with a few volts drop (< 5V) on the 
micromesh high voltage supply corresponding to a 
current drawn of a few hundreds of nA (< 500nA). 
Additional measurements like the micromesh 
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Figure 10: Typical 2D map of collected charge (top) with 
the corresponding distribution for the 1726 pads (bottom) 
of a module. The two pads in the bottom right corner are 
used for the micromesh voltage connection. 



transparency, cross-talk or ageing effects were per- 
formed on prototype detectors with characteris- 
tics identical to the ones of the T2K modules. The 
main results are presented below. 

4-5.3. Micromesh transparency 

The electron transmission from the drift region 
to the amplification region of a bulk micromegas 
detector is well known to depend on the ratio 
of the corresponding electric fields as well as on 
the micromesh geometry. A measurement of the 
transparency was obtained by varying the drift 
field Ed with respect to the field Ea in the am- 
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Figure 12: Gas gain as a function of the micromesh voltage 
for a T2K bulk micromegas detector. 
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Figure 11: Typical 2D resolution map at 5.9 keV (top) with 
the corresponding distribution for the 1726 pads (bottom) 
of a module. The two pads in the bottom right corner are 
used for the micromesh voltage connection. 



plification region (Fig. 4.5.3). The voltage on the 
micromesh was set to the nominal value of -350 V 
corresponding to = 27.4kV/cm. For values of 
Ea/Ed below 100, the effective gain of the detec- 
tor was found to drop rapidly due to the smaller 
electron transmission. In the nominal T2K oper- 
ation region (Ea/E^ = 100), the transmission is 
maximum. This effect was well accounted for by 
a field calculation that took into account the pitch 
size and the wire dimensions of the micromesh. 



4.5.4- Cross-talk 

Small cross-talk effects in the detector PCB 
were observed by correlating the charges mea- 
sured in adjacent pads. In the case of irradia- 
tion by a coUimated ^^Fe source, almost all the 
energy deposited in the detector is contained in a 
single pad. A cross-talk contribution at the level 
of 1% above the noise level was determined for 
lateral pads surrounding the irradiated pad. For 
this measurement, a prototype detector was oper- 
ated at a higher gain of about 4000. The observed 
cross-talk contribution corresponds to a parasitic 
capacitance of a few pF, mainly due to the routing 
strips inside the detector PCB. 

4.5.5. Ageing 

Although ionization rates in the T2K TPCs 
are very low, dominated by cosmic rays and cal- 
ibration triggers, it is important to understand 
whether ageing effects in a bulk micromegas de- 
tector may develop with accumulated charge. 
Measurements were carried out on a small, 11 cm 
diameter detector, using a 20 mA X-ray gun. 
The spectrum of the incident photons peaked 
at a maximum energy of 8keV. The detector 
was operated at a gain of about 4000 in an 
Ar(95%)/zC4Hio(5%) gas mixture. Typical mi- 
cromesh currents of 5/iA were measured on a 
10 cm^ area during the X-ray exposure which 
lasted several days. The total accumulated charge 
density on the anode was 0.17 C/cm^, orders of 
magnitude more charge than will be collected in 
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Figure 13: Transparency is shown relative to its maximum 
as a function of the Ea/Ed ratio. The solid line represents 
the result of a simulation while the dotted lines show the 
transparency variation due to a ±10% change of the mi- 
cromesh wire size. 



life of the T2K experiment. To better control pos- 
sible deterioration of the detector response, com- 
parison measurements were performed regularly 
by irradiating a 4 cm^ surface of the detector, cov- 
ered by a 200 /im thin Al foil. This absorber al- 
lowed to reduce by a factor 50 the X-ray beam 
intensity on the detector. No significant ageing 
effect at the level of a few percent was observed 
during these tests. Similar conclusions were ob- 
tained when the prototype was operated with the 
T2K gas mixture. 

4-6. High voltage systems 

Each micromesh of the 72 bulk micromegas de- 
tectors is individually polarized through a RCR 
filter (500kf2-22nF-1.2fi) mounted on the back- 
plane of the module. In the T2K experiment, the 
high voltage is supplied by six 16 channel ISEG 
EHS F010n_104_SHV module^ (one per TPC 
readout plane) that were modified to provide in- 
dependent current trip settings for each channel, a 



^^iseg Spezialelektronik GmbH, Bautzncr Landstr. 23, 
D-01454 Raderberg / OT Rossendorf, Germany 



2nA current setting and monitoring resolution, a 
20mV precision voltage setting as well as the pos- 
sibility to tag sparks by current or voltage over- 
threshold detection. 

The three TPC cathodes are powered by sep- 
arate rack mounted HV supplies at -25 kV. 



The last strips in the field cages are individu- 
ally powered by six channels of an ISEG EHS 
80 10n_805 module at the same potential as the 
micromegas modules. Each strip is connected to 
ground through a 6.6MQ resistance provided by 
resistors mounted within the TPCs, so that the 
cathode and micromegas operating potentials can 
be changed independently. These permanently 
mounted resistors also safely ensure that the cath- 
ode voltage will not be present at the ends of the 
TPCs, under any circumstance. 

5. Front-end electronics 

5.1. Requirements 

The desired precision on track reconstruction 
calls for highly segmented detectors. Each of the 
72 Micromegas modules is segmented into 36 x 48 
pads leading to 124,416 electronic channels for the 
three TPCs. The desired dynamic range is 10 
Minimum Ionizing Particle (MIP) with a signal 
to noise ratio of 100. Taking into account the 
gain of the detector and the capacitance of a pad, 
the smallest required charge measurement range 
is 0-120 fC and the equivalent noise contribution 
must not exceed 1000 electrons for 1 MIP. The 
desired integral non linearity is 1% below 3 MIP 
and 5% from 3 MIP to 10 MIP. The readout elec- 
tronics has to acquire 500 time samples during the 
maximum drift time of electrons in the gas of the 
TPC (10 /is to 100 fis depending on gas mixture 
and drift field) . An external trigger is provided to 
the TPCs and the maximum sustained event tak- 
ing rate is 20 Hz. The raw event size is ~120 MB 
and data must be reduced within a 50 ms time 
budget by a factor ~1000 using zero-suppression 
and lossless compression. The front-end electron- 
ics operates in a closed environment without ac- 
cess during operation. High channel density and 



i^Bertan model 225-30R, SpcUman High Voltage Elec- 
tronics Corporation 
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low power consumption are important goals to re- 
duce demands on the water cooling system and 
minimize the mass of material placed inside the 
magnet. 

5.2. Design 

The specific performance requirements and the 
particular detector layout led to the design of a 
new readout electronic chain optimized for this 
application. The front-end electronics has a mod- 
ular structure and the same building block is 
duplicated 72 times. Each block of front-end 
electronics is composed of six Front-End Cards 
(FECs) and one Front-End Mezzanine (FEM) 
card directly mounted at the back of a Mi- 
cromegas detector. The cornerstone of the read- 
out system is a 72-channel application specific in- 
tegrated circuit (ASIC) called "AFTER" which 
processes detector pad signals and buffer them in 
a 511-time bin switched capacitor array (SCA). 
Four AFTER chips and the required external 
ADC are mounted on a 288-channel EEC. The 
FEM board is used to aggregate the data of 
the 6 FECs of a detector module, perform zero- 
suppression, and send the remaining data over a 2 
Gbps optical link to a back-end Data Concentra- 
tor Card (DCC). The 100 MHz experiment global 
clock, trigger information and configuration data 
are sent through the return path of this optical 
link. The FEM board is also connected to a CAN- 
bus network which is used for slow control and 
monitoring. The readout electronics requires a 
single 4.5 V power input. Specific mechanics is 
needed to hold the different cards and provides 
shielding and cooling. A schematic view of the 



TPC readout electronics is shown in Fig. 14 

A set of 18 quad-optical link DCCs connected 
via a private gigabit Ethernet switch is used 
to collect the data received from the 72 front- 
end modules into a standard PC linked to the 
global data acquisition system of the experiment. 
The back-end electronics uses commercial Field 
Programmable Gate Array (FPGA) evaluation 
boards from Xilinx with custom add-ons and 
off-the-shelf networking products and computers. 
More detailed descriptions of the TPC front-end 
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Figure 14: Architecture of the TPC readout electronics. 



and back-end electronics are given in [H] and [15] 
respectively. 

5.2.1. The AFTER chip 

The AFTER chip performs the first concentra- 
tion of the data from the inputs of its 72 chan- 
nels to only one analog output, connected to an 
external ADC. Its architecture is made to opti- 
mally support various kinds of detectors and gas 
mixtures, using adjustable gain and shaping time 
parameters. These parameters and the control of 
the chip are managed by slow control, using a cus- 
tom serial 4-wire link. Two inputs are available 
to allow electrical calibration and the test of one. 



several or all channels. Each channel (Fig. 15 
integrates a front-end part dedicated to the col- 
lection of charges and the shaping of the detec- 
tor signal as well switched capacitor array to 
sample and store the analog signal. 
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Figure 15: Architecture of the AFTER chip. 
The front-end part is composed of: 
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• a Charge Sensitive Amplifier (CSA), based 
on single-ended folded cascode architecture, 
optimized for detector capacitances in the 20- 
30 pF range. The full charge range (120 fC, 
240 fC, 360 fC or 600 fC) is determined by 
selecting one CSA feedback capacitor among 
four. 

• a Pole-Zero Cancellation (PZC) used to can- 
cel the long duration undershoots at the 
shaped output. It introduces a zero to can- 
cel the low frequency pole of the CSA and 
replaces it by a higher frequency pole. 

• a R.C2 filter associated with the PZC pole. 
This 2-complex pole Sallen-Key low pass fil- 
ter provides a semi-Gaussian shaping of the 
analog channel with a very small undershoot 
(0.8%). The peaking time of the global filter 
can be set among 16 values (from 100 ns to 2 
lis) by using various combinations of resistors 
in the feedback network. 

• a Gain-2 amplifier which adjusts the voltage 
dynamic range of the chain (Gain of 2) and 
drives the channel SCA. 

The analog memory is based on a switched ca- 
pacitor array structure. It includes 72 effective 
channels plus 4 dummy channels (Gain 2 stage -|- 
SCA) which can be useful for common mode or 
fixed pattern noise rejection. The SCA is used as 
a 511-cell deep circular buffer in which the signal 
coming out from each analog channel is contin- 
uously sampled and stored at the sampling rate, 
which can be up to 50 MHz. This frequency is 
set to adjust the duration of the capture window 
for the given time structure of the beam and the 
drift velocity of electrons in the TPCs. Sampling 
is stopped by the FEM upon reception of an exter- 
nal trigger signal. Then, the 511 analog samples 
of each channel are sequentially read and mul- 
tiplexed column by column at 20 MHz towards 
an external commercial 12-bit ADC. This read- 
ing operation is performed cell by cell, starting 
from the oldest sample. At the end of the read- 
out phase, additional data corresponding to the 
address of the last read column is also multiplexed 



for control purpose. The readout of the full mem- 
ory takes 2 ms, but it is possible to abort digi- 
tization after any number of columns have been 
acquired. An on-chip buffer drives differentially 
the ADC inputs. It is designed to settle to 0.1% 
of the final output voltage in less than half of the 
ADC clock period (i.e. 10 ns). 

5.2.2. TheFEC 

The FEC comprises four AFTER chips and 
the necessary passive components to protect the 
electronics against high voltage surges caused by 
sparks that can occur in the detector. Two Pho- 
toMos relays are used to optionally leave floating 
the 10 yiVt polarization resistor of each detector 
pad. In case of permanent short between the mesh 
of the detector and one or several pads, a group of 
144 pads can be disconnected to avoid excessive 
current being drawn from the high voltage source. 
Each FEC is inserted directly at the back of the 
Micromegas detector and connections are estab- 
lished via four dual-row 80-pins 1.27 mm pitch 
connectors. This coupling method is very com- 
pact, cost effective (no flexible cables are needed) 
and causes minimal degradations to sensitive ana- 
log signals. The output of the four AFTER chips 
is digitized at 20 MHz by a quad-channel 12-bit 
ADC (AD 9229 from Analog Devices). The time 
required for digitizing SCAs is proportional to the 
number of cells being readout. Digitization takes 
about 2 ms when the full depth of the SCAs is 
used (79 X 512 x 50 ns cycles). The maximum pos- 
sible event acquisition rate of the FEC is therefore 
~500 Hz. The FEC also comprises an on-board 
pulser for calibration and a silicon identiflcation 
chip (DS 2438 from Maxim) that also performs 
temperature, supply current and voltage measure- 
ments. 

5.2.3. The FEM card 

The six FECs of each detector module are 
driven by the FEM board. This card provides 
the FECs with all the necessary clock and syn- 
chronization signals to drive the AFTER chips 
and it receives the data coflected in the SCAs 
after digitization. The SCA of all 24 AFTER 
chips of a module are digitized in parallel and the 



peak bandwidth at the input of the FEM is 5.76 
Gbit/s. Since this level was found too high to 
be sent off-detector directly, the FEM stores the 
raw data received from the FECs into a digital 
buffer composed of two 9-Mbit Zero-Bus Turn- 
round (ZBT) static memory chips. Upon request 
from the back-end electronics, the FEM performs 
an optional pedestal equalization and returns the 
data via its 2 Gbps optical link in zero-suppressed 
or uncompressed format. The algorithm used 
for zero-suppression simply consists of applying 
a per-channel programmable threshold. Ten sam- 
ples before threshold crossing and four samples af- 
ter the last threshold crossing are kept to preserve 
the tails of the waveforms. Zero-suppression is ap- 
plied on-the-fly when data are requested by the 
back-end electronics and is implemented in the 
FPGA of the FEM board (Xilinx Virtex 2VP4). 
It takes ~10 fis to retrieve the 511 time-bins of a 
channel from the memory of the FEM and apply 
zero-suppression. The data that remains are sent 
to the DCC. If no sample passed the threshold, 
an empty response packet is returned in less than 
100 ns, while if all samples are above threshold, 
sending the 511 time bins of that channel takes 
~2.5 /is. The amount of time needed to readout 
the 1824 channels of a FEM varies from 18.5 ms 
to 22.8 ms depending on channel occupancy. The 
limitation imposed by the FEM on the event ac- 
quisition rate is thus of the order of 45 Hz. In 
addition to a fast memory and FPGA logic with 
multi-gigabit per second I/O capacity, the FEM 
comprises an 8-bit micro-controller attached via 
opto-isolators to a CANbus segment shared by the 
24 FEM boards of a TPC. The micro-controller 
monitors the operating temperature, voltage and 
current of the FECs and FEM board. It enables 
power and controls the PhotoMos relays of each 
EEC individually. The slow control bus is also 
used to load FPGA and micro-controller firmware 
revisions in the on-board flash memory. 

5.3. Test results 

The AFTER chip has been manufactured us- 
ing the 0.35 fim CMOS technology from AMS. 
The chip contains 400,000 transistors on a 58 mm^ 
die and is packaged in a 160-pin LQFP. All func- 



tionalities of the chip and its various modes of 
operation have been fully validated. The volume 
produced was 5300 chips and about 89% of them 
passed the validation tests. Detailed results are 
given in [W]. 

The power consumption of the chip varies be- 
tween 6.2 mW and 7.5 mW per channel, depend- 
ing on the bias current (400 fiA or 800 fiA) of the 
preamplifier which can be set by an external resis- 
tor. The peaking time and the shape of the signal 
well reproduce the expected values as well as the 
dynamic range and the integral non-linearity (bet- 
ter than 1.2% over all four charge ranges). The 
chip even operates perfectly at 100 MHz write fre- 
quency although it has been designed for 50 MHz. 
A complete noise characterization was performed 
by varying the input capacitor and shaping time. 
For an input capacitance smaller than 30 pF and 
a shaping time shorter than 200 ns (relevant val- 
ues for T2K TPCs), the noise is smaller than 1000 
electrons rms which meets our requirements. The 
on-chip crosstalk has been measured. It is deriva- 
tive and its amplitude is less than ±0.4% decreas- 
ing with the distance between channels. The volt- 
age drop in the SCA after 2 ms is less than 1 
ADC count (164 electrons for the 120 fC range or 
1/4096 of the whole dynamic range). The mean 
value is 0.29 ADC count and the effect of charge 
leak in the SCA remains negligible compared to 
noise. 

5.4. Mechanical support and cooling 

The overall dimensions of the block of electron- 
ics used to readout each detector module are 28 
cm X 34 cm x 18 cm in depth. A picture of the 
readout electronics and mechanics of one module 



is shown in Fig. 16 



Each EEC is enclosed in a shell-shaped alu- 
minum carapace. The main component side of 
the FEM is covered with an aluminum heat sink 
and only a thin shield and dust protection flexi- 
ble sheet is placed at the back of this card. The 
heat generated by the various active components 
is transferred by passive conduction to the cara- 
paces via a thin layer of thermally conductive ma- 
terial. The front edge of the carapace of the FECs 
and the FEM are screwed on an aluminum plate 
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Figure 16: Readout electronics and mechanics of one de- 
tector module. 



which is cooled by circulating water. The weight 
of the electronics, mechanical support and cooling 
plates is ~ 9 kg per module. The electronic cards 
represent 20% of this mass. 

6. Photoelectron calibration system 

In order to measure and monitor important as- 
pects of the electron transport in the TPCs, a cal- 
ibration system that produces a control pattern of 
electrons on the central cathode was incorporated 
into the TPC design. Data from this system are 
used to precisely determine the electron drift ve- 
locity and to measure distortions in the electron 
drift due to inhomogeneous and misaligned elec- 
tric and magnetic fields. The system can also be 
used to measure the absolute gain of the readout 
system. 

6.1. Requirements 

The requirements for understanding distortions 
in the T2K TPCs differ from TPCs in colliding 
beam experiments which are designed to accu- 
rately measure the curvature of the radial tra- 
jectories of particles produced at the interaction 
point. For those systems, lines of electrons pro- 
duced by focused laser beams ionizing the gas 
are commonly used to give information about the 
magnitude of distortions transverse to the typical 
track directions. 

Particles traverse the T2K TPCs in all possi- 
ble orientations and therefore it is important to 



measure distortions in all directions. This is only 
possible if the control pattern of electrons are pro- 
duced as points, rather than lines. The displace- 
ment of a point is an unambiguous measure of the 
distortion direction and magnitude, whereas when 
a line image does not match the original, there is 
not a unique set of displacements to explain the 
distortion. 

With the goal for the TPC momentum scale 
uncertainty of < 2%, relative displacements as 
small as 0.1 mm can be important. The displace- 
ment resolution for a single measurement can be 
larger than this, however, since several measure- 
ments can be averaged. To estimate the centre of 
a cloud of photoelectrons, using the charge shar- 
ing in neighbouring readout pads, requires knowl- 
edge of the transverse distribution of the electrons 
which depends on the size of the source of photo- 
electrons and on the transverse diffusion. There- 
fore a scheme to measure the diffusion should be 
included in the design. Finally, the density of 
photoelectrons from the control pattern should 
be similar to that produced by a minimum ion- 
izing particle, so that the micromegas gain and 
electronics readout parameters do not need to be 
adjusted for calibration events. 

6.2. Design 

In order to meet the requirements stated above, 
thin aluminum discs, 8 mm in diameter, are glued 
to the copper surface of the cathode. Flashing a 
diffuse pulse of 266 nm light on the cathode will 
cause photoelectrons to be emitted from the alu- 



minum but not the copper. As shown in Fig. 17 



a total of 53 dots are placed in a regular pat- 
tern for each micromegas module, such that each 
dot is nearly aligned to the corner boundaries of 
4 interior pads to optimize the spatial resolution. 
With about 100 photoelectrons per dot, the ex- 
pected spatial resolution is better than 0.5 mm, 
dominated by the transverse diffusion. In order to 
measure the transverse size of the ionization, two 
strips, 4 mm wide, are also included in the pattern 
at an angle with respect to the pad boundaries. 
The 266 nm light, produced by a frequency 
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Figure 17: The pattern of aluminum targets placed on the 
cathode for each micromegas module is shown. The loca- 
tions of the pads are projected onto the pattern, showing 
that the discs are located at the corners of the pads. 



quadrupled Nd:YAG laseiQj is focused into 
quartz fibres^ that transport the hght to small 
optical packages embedded in the inner box mod- 
ule frames that defocus the light onto the cathode. 
The light from each fibre illuminates a region of 
the cathode sampled by 4 micromegas modules, 
and so a total of 18 fibres are used for the 3 TPCs. 
An electro-mechanical multiplexer was built to di- 
rect the UV light pulses from the laser into any 
one of the 18 fibres by moving a mirror. There- 
fore a single laser calibration event includes data 
for just 4 readout modules. During beam oper- 
ations, laser calibration data is collected in the 
3.5 s inter-spill periods. 

A motorized variable attenuator is adjusted on 
the laser so that typically about 100 photoelec- 
trons are produced from each disc. The focusing 
is matched to the 0.8 mm diameter of the fibre 
ends in order to efficiently inject the light while 
avoiding damage to the fibre surface. 

6. 3. Performance 

Generally good image contrast is seen for the 
aluminum targets, provided the surfaces are care- 



i^'Quantel Model ULTRA CFR FHG 
i^CeramOptec model UV800/880/980/1200N 



fully cleaned. Typically the aluminum emits 
2 photoelectrons/mm^, whereas for copper it is 
less than about 0.03 photoelectrons/mm^. For re- 
gions of one TPC, regions of copper emit a higher 
density of photoelectrons for unknown reasons, 
perhaps due to surface contamination. 

The photoelectrons arrive simultaneously on 
the micromegas modules which results in a large 
current spike between the mesh and the readout 
pads. The electric potential of the mesh fluctu- 
ates, due to its finite capacitance, and all pads on 
the module sense the change in potential, result- 
ing in a small opposite polarity pulse in time with 
the photoelectrons. By sampling pads which do 
not collect photoelectrons from the targets, the 
appropriate correction can be derived for all pad 
signals. 

The time difference between the laser trigger 
time and the arrival time of the signals on the 
mesh gives a very precise determination of the 
drift velocity. The standard deviation of repeated 
measurements for a single channel is roughly 
10 ns. By combining all channels in a module, 
the system could provide sub-ns resolution of rel- 
ative changes to the drift time with a single event. 
The jitter in the delay between the laser trigger 
and laser pulse, however, limits the resolution for 
drift time to a few ns for single events. 

The variation in the amplitude of signals from 
repeated measurements arises primarily from the 
photoelectron statistics and gain fiuctuations. A 
simplified model can describe the relation between 
the amplitude variance and mean: 

1. the number of photoelectrons arriving above 
a particular readout pad is given by a Poisson 
random number iV, with mean u 

2. for any electron arriving at the micromegas 
mesh, the number of electrons produced in 
the avalanche is described by an exponential 
random number, G, with mean 7. 

3. the total energy emitted from the laser is 
given by a Gaussian random number with rel- 
ative standard deviation /3. 

In this model the amplitude of a signal for a pad 
is described by a random number, A. If the mul- 
tiplicative conversion factor from collected elec- 
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trons to ADC channels is a, the expectation value 
is E[A] = aju. The variance of A has contribu- 
tions in order from the three points above: 

V[A] = {a-ffV[N] + a^uV[G] + [Pa-fuY 
= 2a-fE[A] + P^E[A]^ 

In this model, the variance from gain fluctuations 
is equal to the variance from photoelectron pro- 
duction. To allow for the effect of opposite polar- 
ity pulses, the relation is modified to include an 
additional offset: 

V[A] = 2a^{E[A] - ao) + ^\E[A] - ao)' 



Fig. 18 shows a typical result from a fit of re- 



peated measurements to pads on a single mod- 
ule. The resulting estimates for the system gain, 
0:7 ^ 8 ADC/pe are similar to the gain measure- 
ments made on the module with an Fe^^ source, 
described in section 14.41 
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Figure 18: The variance in amplitude and the mean am- 
phtude is shown for repeated measurements by pads that 
sample significant photoelectron signals. The curve shows 
the result of a fit to estimate the gain, magnitude of op- 
posite polarity pulses, and laser variation. 

The observed distribution of charge from the 
strip targets is used to form a maximum likeli- 
hood estimate of the transverse diffusion of the 
gas. The standard deviation from repeated mea- 
surements from the same strip target is roughly 
15 fim/ A/cm, in accord with a Monte Carlo sim- 
ulation. Some strips give a much larger diffusion 
estimate than typically found. For these strips. 



neighbouring copper may emit enough photoelec- 
trons to cause the diffusion constant to be over- 
estimated. For that reason, it is expected that 
the sample of strips with the smallest diffusion 
measurements are the most reliable. For these, 
the typical diffusion constants are found to be 
0.34 mm/y^cm with B=0 and 0.29 mm/ ^/cm with 
B=0.18 T, almost 20% larger than measurements 



from particle tracks, described in section 7.2 The 
uncertainty in the strip width leads to a 4% sys- 
tematic uncertainty in these estimates. 

The sharing of charge across four neighbouring 
pads is used to form a maximum likelihood es- 
timate for the centre of the image of each disc 
target. The standard deviation from repeated 
measurements from the same target is roughly 
0.5 mm, in accord with a Monte Carlo simulation. 
The offsets of the dot centres from their surveyed 
locations provides information about electric field 
distortions, using data taken with magnetic field 
off. By comparing field on with field off data, the 
magnet field distortions can be measured, as illus- 
trated in Fig. [T9j The study of field distortions 
and implementation of field corrections are under- 
way at the time this paper was being prepared. 

7. TPC performance 

Since late 2009, the 3 TPCs have been in place 
within the off-axis near detector for the T2K ex- 
periment. Neutrino, cosmic ray, and calibration 
events have been recorded and processed, such as 
the event shown in Fig. 



20 This section shows 



the initial performance achieved by the TPCs, af- 
ter basic corrections are applied to account for 
gain variation resulting from gas density changes 
and to account for module misalignment as deter- 
mined by survey measurements. 

7. 1 . Basic performance 

7.1.1. Electronics 

Current runs use the 120 fC charge range and 
the 200 ns shaping time of the AFTER chip. Pad 
sampling rate is typically set to 25 MHz, i.e. the 
511 time-bins of the SCA provide a 20 /xs time 
window. In these conditions, the typical noise 
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Figure 19: The cfFeet of the magnetic field on the drift of 
electrons from the cathode is illustrated for the most down- 
stream TPC, which suffers from the largest magnetic field 
distortions. The dots indicate the nominal locations of the 
target images for an entire endplate. The lines represent 
the displacement of the target images when the magnetic 
field is turned on. The magnitude of the displacements 
are magnified by a factor of 10 to make them visible on 
this scale. Normally the displacements are less than 1 mm, 
but for this TPC, the displacements are as large as 5 mm. 
Note that the aspect ratio of the figure has been adjusted 
for better illustration of the effect. 



Figure 20: An event recorded in the tracker section of the 
off-axis near detector. One neutrino interacted in front of 
the first TPC, and a second neutrino undergoes a deep 
inelastic scatter in the first fine grained scintillator detec- 
tor. More typical neutrino interactions involve only a few 
particle tracks. 



on each pad is 4-5 ADC counts rms, roughly 800 
electrons equivalent. 

Beam events and cosmic ray events are read- 
out in zero-suppressed mode while the uncom- 
pressed readout mode is used to acquire pedestal 
and laser calibration events. With thresholds set 
to 4.5 standard deviations above pedestal noise 
level, the typical average event size for cosmic and 
beam events is about 60 kB corresponding to a 
reduction factor of 1900 compared to raw data. 
Very low channel occupancy and low noise read- 
out electronics greatly simplify the data reduc- 
tion task, and the simple algorithm implemented 
in the front-end is sufficient to bring event data 
to a manageable size. Pedestal events are ex- 
ploited off-line to compute the average baseline 
and noise level of each channel. A per-channel 
pedestal equalization constant and threshold are 
computed and loaded in the front-end electronics. 
For laser calibration events, only the four FEMs 
corresponding to the area illuminated by the laser 
are readout and only 50 time-bins out of 511 are 
acquired leading to fixed-size events of 700 kB. 
At the design acquisition rate of 20 Hz (including 
0.5 Hz of laser events), the global throughput of 
the TPCs to the global DAQ is below 2 MB/s. 
The system is far from its bandwidth limits. The 
typical average latency for TPC data acquisition 
is 33 ms and 52 ms for beam/ cosmic and laser cal- 
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ibration events respectively. The power consump- 
tion of the 6 FECs and the FEM used to readout 
a detector module is about 7 A at 4.5 V. In total, 
the TPC front-end electronics dissipates 2.3 kW, 
i.e. 18 mW per channel. In addition, about 500 W 
are dissipated in the 16 m long cables that bring 
power from the power supply crates located at the 
service stage level under the magnet to the TPC 
front-end electronics. 

The development of TPC readout electronics 
took five years from the specifications of the new 
ASIC until full board production, test and com- 
plete installation in-situ. The complete readout 
system has been in operation for over 5000 hours 
and no failure of the electronics has been observed 
so far. 

7.1.2. Temperature stability 

The typical temperature measured on the FECs 
and the FEM are 26° C and 24° C respectively and 
remain stable over time within a couple of degrees. 



This is illustrated in Fig. 21 
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Figure 21: Long term temperature histories are shown for 
the temperatures of the 3 TPCs as measured near the gas 
input to the inner volumes (lower lines) and the front end 
electronics (upper lines). 



7.1.3. Gain stability 



Fig j22] shows a six- week history for gain as mea- 
sured by the monitor chambers for the gas sup- 
plied to the TPCs and returned from the TPCs. 
As an overlay the inverse gas density T/p is plot- 
ted. It is seen that the gain variation over this 
period is less than ±10%, and is mostly due to 
the gas density variation, primarily due to atmo- 
spheric pressure changes. This inverse gas density 



is used to correct the measured gain value of the 
gas monitor chambers and the TPCs. A correc- 
tion for density changes is given by 



9c 



9v 
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with To = 298.15 K and po = 1013 mbar. The 
slope s describes the relative change of the gain 
per relative change of T/p. This correction is nec- 
essary because the temperature and pressure of 
the TPCs and the monitor chambers differ due to 
different barometric altitudes and climate condi- 
tions. After applying the correction to this data, 
the remaining variation, due to other factors such 
as gas composition, is below 1%. No evidence is 
seen for electron attachment in the TPC drift vol- 
ume when comparing the mean signal amplitudes 
for cosmic ray tracks at short and long drift dis- 
tances. 
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Figure 22: Gain measured by the monitor chambers over a 
period of 6 weeks is shown by the upper two sets of points, 
for the return and supply gas to the TPCs. The two moni- 
tor chambers have not been cross calibrated, resulting in a 
constant offset between the two measurements. The lower 
curve shows the variation in the inverse gas density over 
the same period (using the scale on the right). The vari- 
ation in gas gain is primarily due to atmospheric pressure 
changes. 



7.2. Tracking performance 

Track reconstruction is performed by separate 
methods for track finding and track fitting. Sig- 
nals in neighbouring pads consistent with aris- 
ing from the same particle are grouped to form 
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a track of ionization. Clusters are formed consist- 
ing of neighbouring pads within a column (row) 
for roughly horizontal (vertical) tracks. The like- 
lihood of the observed charge sharing between the 
pads within the clusters is maximized to estimate 
the track parameters and the width of the ioniza- 
tion track. [17j This allows the diffusion properties 
of the gas to be measured from a set of tracks as 



illustrated in Fig. 23 
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Figure 23: As part of the maximum likelihood track fit, 
the diffusion constant for the mean drift distance of the 
track is allowed to vary. The change in diffusion along the 
length of the track, due to differences in drift distance, is 
fixed in the fit. This plot shows the distribution of diffusion 
constant estimates from samples of cosmic rays with mean 
drift distance of more than 30 cm with magnetic field on 
and off. The quoted uncertainties are statistical only. 



7.2.1. Spatial resolution 

The spatial resolution is estimated by compar- 
ing the transverse coordinate resulting from the 
global track fit to the one obtained with a single 
cluster fit when the other track parameters (an- 
gles and curvature) are fixed to the result of the 
global track fit. The residual distribution is fit to 
a normal distribution providing the values of the 
spatial resolution and bias. 

The spatial resolution for tracks is shown as a 



function of drift distance in Fig. [24j The degraded 
resolution at short drift distances is due to the 
larger fraction of single pad clusters that occur 
for this case where tracks are well aligned with the 
pad boundaries and the diffusion is insufficient to 
cause the signals to be distributed to two pads in 



a column. The spatial resolution for track clusters 
consisting of two pads is shown clS 8b function of 



drift distance in Fig. 25 and shows a clear depen- 
dence on diffusion. The resolution as function of 
the angle away from the horizontal plane is shown 
in Fig. 26 The strong dependence on angle is 



due to the ionization fluctuations along the track, 
which increase the variance of charge sharing in 
a cluster for tracks at an angle to pad bound- 
aries. The simulation incorporates most of the 
important detector effects, including transverse 
and longitudinal diffusion and a parametrization 
of the electronics response. There is generally 
good agreement between the simulated and mea- 
sured spatial resolution. 

The momentum resolution for a single TPC, 
computed with a Monte Carlo sample of simu- 
lated neutrino events, is shown in Fig. 27 This 



sample includes all muons which leave tracks 
that are sampled by at least 50 of the 72 pad 
columns in a single TPC. The TPC design goal 
was to achieve a relative resolution of about 
0.1 p±/(GeV/c). The simulation indicates that 
the measured spatial resolution is sufficient to at- 
tain that goal. 
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Figure 24: Spatial resolution per cluster as function of the 
drift distance. Black points (continuous line) show the 
results computed from data and grey points (dashed line) 
show the results from simulations. 
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Figure 25: Spatial resolution as function of the drift dis- 
tance for clusters with 2 detector pads. Black points (con- 
tinuous line) show the results computed from data and 
grey points (dashed line) show the results from simula- 
tions. 



Using data samples taken with the magnet off, 
the mean residual per TPC pad column is used to 
study the spatial point distortions produced by 
misalignments and nonuniform electric fields. Af- 
ter including corrections derived from an optical 
survey of the micromegas module locations, the 
means are below 0.1 mm, apart from one readout 
plane where some means are in the range 0.1 to 
0.2 mm. 

7.3. Particle identification 

Particle identification in the TPC uses a trun- 
cated mean of measurements of energy loss of 
charged particles in the gas. For each cluster a 
measured charge is defined as the sum of the de- 
tected charge on all the pads in the cluster. This 
charge is corrected for variation of the gas temper- 



ature and pressure as explained in section 7.1.3 



Clusters at the edge of the Micromegas or close 
to the central cathode are rejected as an unknown 
fraction of the charge in these clusters has not 
been collected on the sensitive area. The linear 
charge density of the track is estimated for each 
cluster by taking into account the length of the 
track segment corresponding to a pad column. 



Figure 26: Spatial resolution as function of the tangent of 
the angle away from the horizontal plane for all drift dis- 
tances and number of pads per cluster. Black points (con- 
tinuous line) show the results computed from data and 
grey points (dashed line) show the results from simula- 
tions. 



The lowest 70% of the values are used to com- 
pute the truncated mean, an optimized approach 
found through Monte Carlo simulation and test 
beam studies. A correction is applied to take into 
account the number of clusters used in the deter- 
mination of the truncated mean. The measured 
energy loss per unit length is used to calculate the 
"pull", 5E{i), the number of standard deviations 
the measurement is away from the the expected 
value for particle type i at the observed momen- 
tum. 

The distribution of the deposited energy ob- 
tained using this method is shown in Fig. 28 
The resolution is of 7.8 ± 0.2% for minimum ion- 



izing particles, better than the 10% requirement 
for the T2K TPCs. This resolution allows muons 
to be distinguished from electrons in the TPCs: 
the probability of identifying a muon as an elec- 
tron is 0.2% for —1 < 5E{e) < 2 and tracks below 
1 GeV/c, as shown in Fig. 29 



The distributions of the energy loss as a func- 
tion of the momentum for data taken during the 



first T2K physics run are shown in Fig. 30 and 



Fig. 31 for negatively and positively charged par- 
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Figure 27: Momentum resolution for a single TPC is shown 
as a function of momentum perpendicular to the magnetic 
field as predicted by the Monte Carlo simulation of muons 
generated with the standard neutrino event generator of 
T2K. The tracks are selected to cross at least 50 out of 
the 72 pad columns of the TPC volume. The dashed lines 
represents the momentum resolution goal. 



tides respectively. These events mainly contain 
through-going muons and neutrino interactions in 
ND280. The data are compared to the expected 
curves for muons, electrons, pions and protons: 
the different particle species are clearly visible in 
the TPC. For negatively charged particles, mainly 
muons with few low momentum electrons are ob- 
served while in the positively charged sample pro- 
tons, pions and positrons are seen. 

8. Conclusion 

Over the period between 2005-2009, the T2K 
near detector TPCs and its subsystems were de- 
signed, constructed, tested in beam at TRIUMF, 
transported to JPARC, installed and brought into 
operation. Prior to the construction, prototypes 
of the TPCs and subsystems had been built for 
verification of design and performance. The TPCs 
were ready for the first physics data taking of the 
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Figure 28: Distribution of the energy loss for negatively 
charged particles with momenta between 400 and 500 
MeV/c. 
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Figure 29: Distribution of the energy loss pull in the elec- 
tron hypothesis for a sample of through going muons. The 
solid and dashed lines indicate |fe(e)| < 1 and |5_E(e)| < 2 
respectively. 



T2K experiment in 2010, and the spatial and en- 
ergy loss resolution goals have been achieved. In 
the years to come, the TPCs and the near detec- 
tor tracker will make important contributions to 
the understanding of neutrino oscillations. 
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Figure 30: Distribution of the energy loss as a function of 
the momentum for negatively charged particles produced 
in neutrino interactions, compared to the expected curves 
for muons, electrons, protons, and pions. 




200 400 600 800 1000 1200 1400 1600 1800 2000 



p (MeV/c) 

Figure 31: Distribution of the energy loss as a function of 
the momentum for positively charged particles produced 
in neutrino interactions, compared to the expected curves 
for muons, electrons, protons, and pions. 
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